A spectrometric version of the total bilirubin determination with the Du Pont ACA with respect to neonatal sera.
A spectrometric modification of the determination of total bilirubin with the Du Pont ACA is described. Accuracy, precision and standardization problems are discussed in comparison with the earlier published diazo modification, as well as other techniques well known in the field of neonatal chemistry.